INTRODUCTION
Absorption spectroscopy is widely used as a method of detecting molecules in gas, liquid and solid phase media. A common application of absorption spectroscopy is for gas-phase kinetic and spectroscopic measurements, since the technique allow time-resolved concentrations of species to be followed, particularly in the UV/Visible(Vis) region. The simplest UV-Vis absorption systems uses a single-pass, where the probe light travels directly from the source through a short length (typically <1 m) reaction cell containing the reaction mixture before reaching the detector. [1] [2] [3] [4] The advantage of a single pass absorption system is that the intensity of the light that reaches the detector is normally high enough to access the full dynamic range of the detector. The probe light is typically from a lamp, which normally has some output in the UV, where most but not all species absorb. However, a lamp is inherently a divergent light source and is therefore difficult to deliver over a long distance, or in a multipass arrangement.
Traditionally, absorption systems of this type utilised a monochromator to select a narrow wavelength range (≤ 1 nm) from the lamp in order to follow changes in absorption over time that could be assigned to a specific species of the reacting system. 4, 5 However, to fully characterise a system the experiment needs to be repeated for several wavelengths in order to assign the kinetics to a single, identified species. More recent advances have led to multiplexing absorption systems, where many wavelengths of light are recorded simultaneously by dispersing the light with a spectrograph onto a CCD camera as a function of time. 6 How many wavelengths that are simultaneously recorded depend on the spectrograph, and is normally a trade-off between the wavelength range and resolution: in order to observe over hundreds of nanometers means that the resolution is ~ 1 nm. [7] [8] [9] In general, the absorption of a molecule conforms to the Beer-Lambert law:
where I and I0 are the intensity of the light before and after absorption cell, respectively, and A is the absorbance, which linearly depends on , c and l , the absorption cross-section at wavelength , concentration and pathlength, respectively. Since cross-sections are fixed and inherent to a given molecule, and concentration is determined by experimental factors (photolysis laser energy, precursor concentration etc.), then for sensitive detection it is desirable to extend the pathlength when probing via absorption, as the absorbance scales The optimum number of passes is significantly higher when the multipass optics are inside the reaction cell as the losses per pass are limited by the reflectivity of the optics, which is typically  0.95. Externally mounted multipass optics have additional losses because of passing the light through the reaction cell windows, which will typically reduce the effective reflectivity by an additional 0.10, i.e. overall reflectivity equal to 0.85 per pass. However, externally mounted optics will not be degraded by chemicals in the reaction cell and alignment will not change with pressure, which is often the case for internal optics. These considerations can outweigh the increased absorbance signal of internally mounted multipass optics.
The ultimate increase in pathlength is obtained when highly reflective mirrors (R >0.999) are mounted inside the reaction cell and aligned to form a cavity, where the pathlength can be thousands of meters. Cavity ring-down spectroscopy (CRDS) is the most familiar cavity technique and has shown great success in measuring absorption for a variety of species at low concentration. [20] [21] [22] [23] It operates by introducing light into the optical cavity through the rear of one of a pair of highly reflective mirrors and measures the intensity of the light that exits the other mirror, where the change in light intensity is the "ring down time". In general, CRDS optics are highly reflecting but operate over a narrow range of wavelengths (~50 nm). While cavities can increase the detection pathlength to > 1000 m, the increased detection sensitivity normally scales less than linearly with pathlength. In the case of IBB-CEAS the number of photons reaching the detector is normally much smaller than the dynamic range of the detector, and hence limits the minimum absorbance that can be measured. In the case of CRDS, the change in the "ring down time" is normally determined to no better than 1 part in 1000. In addition, cavity mirrors do not extend below 300 nm, and hence limits the wavelength range cavity techniques can be used. Another consideration when doing kinetics experiments is that the laser photolysis axis is normally not along the cavity-axis and it usually crosses the cavity axis at as small acute angle as possible in order to maximize the reaction zone sampled by the cavity; it usually only a few percent of the cavity length. 25 In this paper we describe a Time-Resolved Ultraviolet / Visible (UV/Vis) Absorption Spectrometer (TRUVAS) which uses an original multipass configuration that can access the dynamic range of a CCD detector on a millisecond timescale and overall enables a sensitive probe of time-resolved absorption over a wide wavelength range, 200 -800 nm.
II. INSTRUMENTAL
A schematic of the instrumental setup is shown in Figure 1 . There are 14 individually translatable mirrors, adjusted to direct the probe beam in such a way that overlap with the excimer beam, which is directed coaxial to the centre of the cell, is maximised. The reaction cell is a 1.5 m long glass tube, 54 mm OD, with 12 mm OD inlet and outlet ports, sealed with 3 mm thick fused silica windows at both ends. Additional to the multipass optical arrangement is a single-pass optical arrangement, which intersects the reaction volume only once. The probe light in this setup is produced by a Laser Driven Light Source (LDLS -Energetiq EQ-99X).
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The LDLS is more suitable for this application than a standard Xe short arc lamp because the temperature of the spectral output is much higher (~11000 K vs 3000 K), producing near constant radiance from the NIR to the UV, < 200 nm. The output from the LDLS is extracted with an off-axis parabolic mirror that typically directs ~10 mW/cm 2 of light onto the first multipass mirror. The improved performance of the LDLS is partially due to its output variability being random, which is not always the case from a Xe arc lamp. The source is from a much smaller point (100-200 µm vs ~2-3 mm long), making the beam much easier to achieve collimation, via an off-axis parabolic mirror, over the long distances (up to ~20 m) required for this application. The intensity of the probe radiation is recorded between 250 and 800 nm for the multipass arrangement and 200 to 600 nm for the single pass arrangement using a high throughput spectrograph (CP140-103, f/2) and a fast-read (1 kHz) line-array CCD (Hamamatsu S7031), which is significantly populated (10-100% of 65535 counts, depending on wavelength) for each millisecond time point to produce a 2D, time resolved absorption spectra. 248 nm radiation from a KrF excimer laser (Lambda-Physik CompEx 210) is directed along the cell using a dichroic turning mirror to initiate chemistry via the photolyic production of a radical from a suitable precursor. A TTL pulse from a delay generator (SRS DG535) first fires the camera, then the excimer laser after a delay of 1000 millisecond. The pulse repetition frequency of the excimer laser is selected to allow sufficient time for the illuminated reaction mixture to be pumped out of the cell, to be replaced by unprocessed reagents avoiding secondary photolysis of reaction products (repetition rate typically 0.2 Hz).
IIa. Optical Arrangement
The multipass optical arrangement used here is unreported in the literature, controlled by up to 
IIb. The camera/spectrograph
The spectrographs (Horiba CP140-103, Imaging Spectrograph) used in this experimental setup have a wavelength range of ~600 nm. The camera collects the multipassed light over the wavelength range 250-850 nm, and the single pass camera ~185-600 nm (the wavelength range is dictated by the mounting position of the camera on the exit of the spectrograph). This f/2 spectrograph yields high total light throughput with a wavelength resolution ~1.5 nm FWHM.
High light throughput is desirable as exposures are typically less than or equal to 1 millisecond.
With such short exposure times, more light is required to accumulate sufficient charge on the CCD pixels to see adequate signal for measuring absorption. The cameras used here are 16 bit line CCD detectors (Hamamatsu S7030-1006 FFT) which comprise an array of 1030 by 64 pixels. Charge which accumulates on pixels is binned and summed by the 64 vertical clocks (FFT -Full Frame Transfer) into the horizontal sum register. An important feature of this CCD chip is that the horizontal sum data are read off via the PCI interface board onto the computer at > 1000 Hz (780 µs minimum read time). This means that the data is accumulated in realtime and there is no accumulation of "dark noise", charge accumulation due to processes within the CCD itself. This means that expensive cooling of the camera is not necessary. Early versions of this type of experiment used 2D CCD array cameras that could not transfer the data in real-time, and therefore needed to be cooled as the data of the experiment accumulated on the CCD for many seconds before reading the 2D array at the end of the experiment. 26, 27 Faster 1D CCDs do exist, however they tend to be less efficient at collecting light per unit of time and therefore would result in an instrument with less sensitivity. 28 In all the work presented in this paper the exposure (sample) time of each pixel was set to 1 millisecond.
The CCD of the second camera used in this experiment is positioned on the spectrograph so that it can measure light 190 -600 nm. When broadband light is passed through the fused silica windows of the reaction cell and reflected off the aluminium mirrors, ~15% of the light is lost.
However, this loss is higher in the UV and increases the shorter the wavelength (~25% loss at 260 nm), meaning the UV light which reaches the detector in the multipass system is much less intense than in the broadband light emitted from the LDLS light source. For this reason the single pass absorption arrangement is useful for retaining high intensity UV light for probing absorption at wavelengths shorter than 250 nm, simultaneously to the multipass absorption system. The cross-section of the collimated light from the LDLS is sufficiently large to provide both the multi and single pass light, which enters and exits the mirror mount plate via the large circular aperture, see Figure 2 .
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The absorption setup also has a non-time resolved mode whereby the absorption of stable molecules can be determined in the absence of the excimer laser radiation. This is achieved by measuring light intensity in the presence and absence of the analyte present, using the same camera for both I and Io. The primary application of the stable molecule mode is to quantify the concentration of the photolysis precursor, using equation E1, in the absence of the laser, which is in turn used to quantify the concentration of the radicals being probed where the probe pathlength is the cell length (150 cm) multiplied by the number of passes.
The cameras, spectrographs, fibre optics and data transfer PCI interface board were supplied by Entwicklungsbüro Stresing.
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IIIc. Data processing
Data are transferred from the camera to the computer via the dedicated PCI interface board supplied with the camera. The transfer rate of the PCI board is sufficiently fast to read the data in real time, and the data are fed into a LabVIEW program coded here at the University of Leeds, which converts the raw 2D array, which is in the form of Pixel number vs. time, into wavelength vs. time, where for any given pixel there is the number associated with it equal to the intensity of light it has accumulated and is the third-axis, see Figure 5 . The intensity of the light prior to t0 (excimer laser firing) is averaged and represents I0, and the intensity of the light subsequent to t0 represents I. A cut through the 2D array can be taken through the wavelength axis to view the spectrum at a given time delay, which have x and y assignments of wavelength and absorbance respectively. Alternatively, for kinetic applications, cuts through the time axis
gives the time evolution of the total absorbance change for any given wavelength, see Figure   5 .
To account for fluctuations in lamp intensity, the variation in absorbance for a wavelength region where no absorption occurs (typically 500-600 nm and is referred to as the "pinning region") is assumed to be purely due to lamp fluctuations (see black trace in Figure 3 ). This fluctuation can be used to normalise the data over all wavelength and in the pinning region forces A to be equal to 0. Fixing A to 0 to a wavelength region where it is reasonable to assume no absorption is a simple way to reduce the noise due to lamp fluctuations, as demonstrated in Figure 3 , which in turn reduces the number of excimer shots required to obtain a satisfactory signal.
IV. PERFORMANCE OF THE SYSTEM
IVa. Effective path length
Whilst the mirror multipass configuration is set up to optimise the overlap between the lamp probe beam and the excimer laser beam, Figure 1 shows that complete overlap inside the cell is not possible, and hence the path length for photolytic experiments is not equal to the length of the cell multiplied by the number of passes. For this reason, it is necessary to measure the extent of the overlap between the excimer and the probe beams, which is achieved by photolysing isopropyl nitrate ( i PrNO3 = (CH3)2CHONO2) to yield NO2 with a known quantum yield of near unity (R1).
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i PrNO3 + h (248 nm) i PrO + NO2 R1
The magnitude of the NO2 absorbance is measured using the multipass arrangement, and simultaneously in a single pass coaxially along the excimer beam, as illustrated in Figure 4 .
The measurement of the absorbance coaxial to the excimer laser beam, Acoaxial, has a well constrained path length equal to the length of the cell (150 cm), making it possible to then calculate the effective path length, lmultiapass using equations E2 and E3:
E2
E3
This single pass along the reaction cell, lcoaxial, to calibrate the pathlength works well for NO2 as its spectrum is very broad and centred about 400 nm and that the NO2 probing light is transmitted through the dichroic 248 nm excimer mirror. This transmitted probe light is shaped so that it was always inside the volume mapped out by the photolysis light. This calibration is independent of the NO2 quantum yield of reaction R1, subsequent NO2 kinetics and [iPrNO3], even though it was determined before each photolysis experiment using the stable molecule part of the data collection program. The multipass path length was determined to be 443 ± 21 cm for 7 passes and 700 ± 100 cm for the 13 pass configuration, using this method. The errors were determined by repeating this calibration experiment several times. NO2 is a suitable molecule for this application due to its strong, structured absorption in the visible region. In these experiment the absorbance was determined using all the visible wavelengths. The shortwavelength single pass arrangement, see Figure 1 , cuts across the reaction cell at a small angle and its pathlength was assigned by comparison to the multipass pathlength and is equal to 58 ± 6.
IVb. RO2 absorption spectra.
The new UV-VIS time resolved absorption spectrometer described here has been constructed to initially measure absorption cross sections of organic peroxy radicals. Peroxy radicals are measured in this system by photolysing an OH precursor (H2O2) at 248 nm (R2) in the presence of an alkene and molecular oxygen. The OH molecule adds to one side of the double bond (R3)
followed by the addition of oxygen to the other side of the double bond (R4).
H2O2 + h (248 nm) OH + OH R2
C2H4 + OH HOCH2CH2
R3
HOCH2CH2 + O2 HOCH2CH2O2 R4 Figure 5 shows an example 2D time-resolved absorption spectrum of the ethylene hydroxyperoxy radical, HOCH2CH2O2, and its subsequent kinetic behaviour.
The ability to measure absorption cross sections at wavelengths longer than 295 nm is important as it is only these wavelengths that reach the troposphere, and hence bring about photochemistry. Photolysis rates by sunlight of atmospheric radicals and molecules is the product of the cross-section (decreasing with wavelength, see Figure 5 ) and the photon flux (increasing with wavelength in the UV) summed over all wavelengths. In general, small cross sections (<1 × 10 -19 cm 2 molecule -1 ) for peroxy radicals have not previously been determined due the lack of sensitivity of these absorption instruments. The present instrument has increased sensitivity because of the increased pathlength, stability of the probe light and the "pinning region", where the wide wavelength range of the spectrograph means that there is almost always a region where there is no absorption. Figure 6 shows the absorption cross-sections for the ethylene hydroxyperoxy radical measured by the TRUVAS instrument, compared to the IUPAC recommendation by Lightfoot et al. 31 Good agreement is observed at all wavelengths ≤ 290 nm. The cross-sections have been assigned by a simple, small extrapolation of the data in Figure 5 to time zero. The agreement provides validation of the accuracy of the cross section measurements made by the TRUVAS instrument, and highlights the improved sensitivity and resultant smaller limit of detection compared to existing systems.
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IVc. Minimum Determination of the Absorption Cross-Section
Reactions 2, 3 and 4 in the presence of the excess C2H4 and O2 lead to fast (sub-millisecond) and near complete conversion of OH to HOCH2CH2O2 radicals. The longest wavelength where absorbance can be assigned to HOCH2CH2O2 is a good measure of the sensitivity of the instrument, see Figure 6 . However, the minimum cross section that can be measured should be calculable via the known amount of radicals that can be produced, see directly below, and the limit of detection, LOD, next section.
A is calculated via the Beer-Lambert law, Equation E1, and at low A (<0.05) for a given pathlength is proportional to cross-section multiplied by the concentration. Therefore to calculate the amount of OH generated from the 248 nm photolysis of H2O2, R2, requires H2O2,248 nm (known from the literature) and [H2O2] (determined via the stable molecule program and is ≤ 10 16 molecule cm -3 ). I/I0 is typically 10 -3 cm -1 , the fraction of photons absorbed per cm, and the energy of the excimer is typically ≤ 100 mJ / cm 2 , which translates to ≤ 10 17 photons/cm 2 per laser pulse. This means that the number of photons is insignificantly changed from the beginning to the end of the reaction cell. Therefore to a good approximation the OH concentration in these experiments is equal to:
where [h] 248nm is the excimer laser fluence and is determined via measuring the laser energy and OH is the OH quantum yield from R3, and is equal to 2 at 248 nm. The excimer energy is measured using a calibrated energy meter (Molectron, JMAX 11). The sensor of the energy meter is 1 cm in diameter and this is smaller than that the excimer beam profile, rectangular and approximately 12 mm wide, and 30 mm high, which means that an accurate and reproducible energy can be determined.
The Limit of Detection (LOD) of the system is determined by the level of noise relative to the signal, the Signal to Noise Ratio (SNR). To see a signal-to-noise ratio of  1 the signal must be at least as big as the random noise experienced by the system, therefore the LOD is equal to the level of noise on the absorption signal. In the absence of any reagents or photolysis pulse, I and I0 are equivalent, and should produce absorbance values equal to 0. Deviation of the absorption away from 0 in this case is due exclusively to the noise experienced by the system.
The standard deviation of (indicative of noise level) of the absorbance signal in the experiment at 580 and 300 nm was probed, and found to be 2.3 × 10 -5 and 5.5 × 10 -5 respectively after 2000 camera shots. Figure 7 shows how the standard deviation of the absorbance in the absence of an absorber decreases as a function of the number of camera samples of the probe light.
If the SNR is to be equal to 1, then the observed absorption (at 300 nm) must be greater than or equal to the noise:
which implies the minimum cross section detectable at 300 nm by the system at a typical radical concentration of 5 × 10 13 molecule cm -3 (radical concentrations generated in this experiment are in the range 3-9 × 10 13 molecule cm -3 ) and a path length of 442 cm, is equal to:
This value is significantly lower (~factor of 5) than given in Figure 6 but this is expected as the experiments in Figure 6 were a result of fewer samples, typically 200.
IVd. Kinetics
The highest time-resolution of the system is 780 s/point. Therefore the system should be able to reliably determine kinetics ≤ 1/780×10 -6 = 1280 s -1 , i.e. the half-life of the molecule being monitored is greater than the time-resolution of the system. The loss kinetics in Figure 5 is mainly due to radical self-reaction:
HOCH2CH2O2 + HOCH2CH2O2 Products R6
Fitting the wavelengths of Figure 5 to self-reaction kinetics, R6, plus a first-order term to allow for diffusion of HOCH2CH2O2 out of the photolysis volume, yielded k6 = 2.33 ± 0.03×10 31 The returned diffusion rate constant was < 1s -1 . However, it is noted that the returned value k6 is perturbed if HO2 is a significant reaction product and it reacts with HOCH2CH2O2. In general, at pressures > 50 Torr diffusion is a few s -1 and needs to be accounted for in the data analysis. In Figure 3 , the observed loss is slow and probably has a significant contribution from diffusion. Increasing the total pressure of the experiment is straightforward and does not affect the quality of the data, but it is a simple way to minimize diffusion and hence better identify the chemical contribution to the kinetics. Also, as can be seen in Figure 5 , the kinetics are occurring on the 10s of millisecond timescale for k6 = 2. would still not have a half-life approaching the highest time-resolution of the system. The peroxy radical concentration can also be reduced to increase the timescale of the kinetics.
The simplest Criegee intermediate, CH2OO, has a strong, broad absorption spectrum centred ~ 350 nm, which means it is convenient for detection. In the present experimental setup,
[CH2OO] = 1 × 10 11 molecule cm -3 yields an absorbance, A, equal to ~ 10 -3 . So even though CH2OO self-reaction is close to the gas-kinetic frequency: 32, 33 C H 2OO + CH2OO Products R7
it can be conveniently detected with a lifetime  10 milliseconds. Therefore there is still a good dynamic range in order to carrying out bimolecular CH2OO reaction kinetics. In fact, the first reaction this system studied was the reaction between CH2OO and water vapour:
where the removal kinetics via R8 could be reliably measured up to ~ 1500 s -1 . 34 The limit of the system to measure kinetics is reached for species that react with its precursor close to the gas-kinetic frequency, especially if the absorbing species have a small cross-section.
V. CONCLUSIONS
A novel TRUVAS instrument has been designed, which can measure absorption spectra between ~200 -800 nm simultaneously, with a highest time resolution of 780 µs. The pathlength of the instrument is increased by a novel multipass optical arrangement, which can give up to 13 passes, which yields a photolysis detection pathlength equal to 700 cm. The minimum absorbance that can be determined is equal to 2.3 × 10 -5 (at 580nm), but is a factor of two worse in the UV, see Figure 7 . The increased pathlength and reduced minimum A means that this TRUVAS instrument has at least a factor of 10 increased sensitivity for radical detection compared to previous time resolved UV-Vis absorption instruments, see Figure 6 . Its sensitivity is comparable to a recent cavity instrument. 25 The broad range of wavelengths able . The black trace is unpinned, raw data and the red trace is pinned using the 500 -600 nm region, where the absorbing species (isoprene hydroxyperoxy radical) has a negligible absorption cross section, reducing the noise due to fluctuations in lamp intensity. 
Figure 7:
The standard deviation of the absorption signal as a function of the number of camera samples at 300 nm (black) and 580 nm (red). The inset is a log-log plot that shows that the standard deviation has fallen to roughly 5.5 × 10 -5 (300nm) and 2.2 × 10 -5 (580 nm) after ~2000 1millisecond samples. The camera triggered at a similar rate as the experiment, 0.2 Hz, with light after 13 passes of an empty reaction cell, where at 580 and 300 nm typically 50000 and 10000 photon counts were detected per sample, respectively. 
